Tel: 0044 (0) 141 2731551.
Conflict of interest
This work was funded jointly by the UK Engineering and Physical Sciences Research Council (EPSRC) (Grant reference EP/G501416/1) and PAL Technologies Ltd (Glasgow, UK) as part of a CASE PhD Studentship award. PAL Technologies Ltd is the manufacturer of the activPAL3, the device used in this study. Ceri Sellers was the funded PhD student and Ben Stansfield and Philippa Dall were named Investigators on the award. PAL Technologies Ltd had no involvement with the design, collection, analysis or interpretation of data, nor in the writing of the manuscript or the decision to submit the manuscript for publication. Ben Stansfield has previously received grant funding from PAL Technologies Ltd for an unrelated study.
INTRODUCTION
Whilst laboratory-based observation of human movement can tell us what a person is capable of, it is necessary to make recordings within the person's free-living environment to develop an understanding of what they actually do. The measurement of this activity must be performed using instruments with demonstrated validity and reliability [1] .
The activPAL activity monitor is a uni-axial activity monitor manufactured by PAL Technologies Limited, Glasgow, UK, with demonstrated validity and reliability for characterising posture and measuring stepping for adults [2] [3] [4] , older adults [5] , pre-school children [6] , [9] [10] year olds [7] and female adolescents [8, 9] .
The activPAL3 monitor, produced by the same company, contains a tri-axial accelerometer. It outputs a different range of raw acceleration and uses a higher sampling frequency and subsequently different hardware filtering compared to the earlier version of the activPAL. Therefore, demonstrated validity and reliability of the activPAL may apply to the activPAL3. Despite claims that the activPAL3 has been "widely validated" [10] , only limited reports in adults are available. Berendsen et al (2014) [11] report 100% validity for detecting posture type/walking time for 5 adults (22.4±2.2y) performing a highly controlled protocol eliminating transitions between activities. Stansfield et al (2014) [12] reported step counting accuracy during treadmill walking, demonstrating that steps are accurately counted above 0.5ms -1 . However, they reported only a limited range of stepping speeds also with transitions removed. Ryde et al (2012) [13] studied office workers for a short standardised protocol involving sitting and standing (3-60s duration) and 1h of free-living office duties. They reported excellent agreement between direct observation and activPAL3 for sitting time and number of sit-to-stand transitions [13] . To enhance our understanding of the validity and reliability of the activPAL3, a protocol must be used which examines not only controlled standardised testing, but also incorporates elements of choice of movement pattern and activities, similar to a range of free-living conditions. There is also a need to expand the validation to children and adolescents, where differences in outcome may be expected due to smaller size and different movement pattern compared to adults.
The primary aims of this study were to determine the validity and inter-device reliability of the activPAL3 in measuring posture and stepping of adults and young people with unimpaired mobility.
To enhance the generalizability of outcomes to activity in free-living environments, protocols involving typical activities of daily living with partial free-choice were incorporated [3, 4] .
METHODS

Participants
Two convenience samples were recruited from university staff, students and their families:
 Adults: 20 participants aged 18-65 years.
 Young People: 8 participants aged 6-17 years.
Participant numbers were recruited in line with previous study populations (5-30 per group) [2, 3, 7, 9, [11] [12] [13] . Participants had to be able to walk independently without mobility aids, carry out everyday tasks and leisure time activities independently and walk for 40mins within 80mins.
Ethical approval was gained from the institutional review board. Age-appropriate information sheets were provided to participants and parents of the young people. All participants gave informed consent/assent.
General procedure
Participants were asked to wear the activPAL3 and carry out activities while being videoed. Posture and stepping measures recorded by the activPAL3 were compared against the video observation criterion measure.
Physical activity monitor
Posture and stepping were measured using the activPAL3, worn on the front of the thigh (PAL Technologies Ltd, Glasgow, UK). The monitor uses proprietary analysis algorithms to determine posture (sedentary time, upright time) and stepping (stepping time and steps). Each participant was fitted with four activPAL3 monitors randomly selected from a pool of 10. ActivPAL3 monitors were affixed to the skin with hydrogel pads as close as possible to the manufacturer's recommended position of a third of the way down the anterior thigh [14] , three on the right leg (two piggybacked one on top of the other) and one on the left (supplementary figure S1). Placement was made by eye as no anatomical frame of reference for placement was provided by the manufacturer.
Protocol
Testing lasted approximately 1h 20mins (Table 1) with task order randomised within two sections.
Test activity timings were recorded using a digital watch which had been synchronised with the laptop used to program the activPAL3 monitors.
 Standardised Activities -Fourteen activities (8 inside, 6 outside) ( Table 1) were performed.
Participants stood for 15s before and after performing each activity to provide a break in the activPAL3 record. Outdoor activities were performed on paved surfaces (including kerbs and slight slopes) using a set route.
 Activities of Daily Living (ADL) -Intended to represent activities that participants might carry out in their daily lives. A total of 18 tasks (Table 1) were identified for adults [3] and 14 for young people. Tasks were assigned to lists of 6 activities utilising a range of postures. Each participant completed one randomly-assigned task list of 6 activities. Participants sat for 15s between activities.
Analysis
Video recordings were analysed by a single researcher classifying time as stepping, standing or sedentary (sitting/lying) and identified steps taken.
Activities for one participant were independently categorised by an additional researcher to evaluate the integrity of definitions.
Standing was defined as any time when participants were on two feet supporting their full body weight, sitting when weight was supported. Steps were defined as any action where the foot left, then reconnected with the floor. This included both 'purposeful', directed stepping and small incidental stepping. ActivPAL3 data was processed using activPAL software version 7.1.18 (minimum sitting and standing period 2s [15] ). Data from video observation and activPAL3 were aggregated into totals for standardised activities and ADL sections separately and the following outcomes were measured:
 Duration: Total time spent sedentary (sitting/lying), upright, standing and stepping 
Step Count: Total number of steps taken.
Stepping activity was examined using all steps taken (including jogging), all steps without jogging and for jogging alone. An additional second-by-second analysis compared observed and activPAL3 recorded posture.
Validity
The activPAL3 closest to the manufacturer's recommended position of 1/3 of the way down the thigh was used for the validation analysis. Outcome measures were analysed using modified Bland and Altman plots [16] with:
Where Ob. = observed by video assessment and activPAL3 = activity monitor outcomes. Upper and lower limits of agreement were calculated as ±1.96SD. Apriori limits for acceptability of difference between activPAL3 and video were set to ±5% [17] .
The difference between the posture recorded by video and activPAL3 was also compared for each second to assess whether patterns of activity were being accurately recorded. Percentage agreement, sensitivity and positive predictive value (PPV) were calculated [18] :
Using sitting as an example, sensitivity indicates the percentage of true sitting that the monitor is successfully reporting, while PPV gives the percentage of sitting reported by the monitor that is correct. Agreement provides the percentage of time the video and monitor agree.
Reliability
Data from all four monitors was used to calculate inter-monitor reliability. Inter-device agreement was calculated using the ICC(1,1) form of the Intraclass Correlation Coefficient [19] :
Where: BMS = between targets mean square, WMS = within-groups (error) mean square, K = number of monitors. ICC values of at least 0.75 were rated good and >0.90 excellent [20] . Data was successfully collected for the majority of participants; one of four monitors worn by one adult failed to record activity; one young person did not carry out the treadmill jogging activity as her footwear was deemed unsafe. The two youngest participants carried out 'external' activities along a corridor due to adverse weather, reducing stepping distances to 55m walking and 23m jogging.
RESULTS
Validity
In adults, for both standardised and ADL activities, activPAL3 and video durations were very similar for sedentary and upright (supplementary table S1). A small proportion of the standardised activity stepping was misclassified as standing. Consequently step count was slightly underestimated for all standardised activity (3.45% for adults). This difference was far greater for ADL testing, with a much higher undercount of steps. For young people standardised activity outcomes were broadly similar to adults. Also for some of the young people during ADLs some sitting was misclassified as standing and more stepping time was detected by the activPAL3 than by video observation.
Modified Bland and Altman plots indicated that a number of outcomes did meet the apriori limit of ±5% difference ( For young people both sensitivity and PPV were low for ADL standing and stepping (57.8-76.1%).
Reliability
Outputs of four activPAL3 monitors were used to calculate reliability. One adult participant was excluded from this analysis as one of the monitors failed. The monitors mounted in the two lower right leg positions misclassified some sitting activity as standing in the standardised testing for three adults and three young people. The monitors placed higher up the thigh correctly identified sitting, Page 10 of 17
while those in the lower leg positions categorised sitting activity as standing. Excluding these specific results, reliability was excellent (ICC(1,1) > 0.90) for all outcome measures for adults except standardised activity standing duration, ADL stepping duration and ADL step count, which were good (ICC(1,1) > 0.75). For young people, reliability was excellent for all outcomes except for ADL upright duration, ADL standing duration and ADL step count, which were good.
DISCUSSION
It is necessary to be cautious in assuming that new or 'upgraded' monitors, with different hardware and software, produce the same outcomes as older monitors. Therefore, new physical activity monitors must be assessed for validity and reliability, ideally under conditions representative of their intended use. To achieve this aim for the activPAL3, the current study implemented both a standardised, controlled protocol and an ADL, relatively self-selected, protocol. The assessment of the activPAL3 was also extended to children, which has not been reported before. Sedentary, upright and stepping time and steps (without jogging) were all detected for standardised activities with LOA <±5%. However, for jogging activities for both adults and young people, steps were undercounted to an increasing degree as cadence increased. For the ADL activities there were considerably lower levels of agreement, especially for step count. When placed at the manufacturers recommended location, inter-device reliability was in general excellent. However, this reduced for aspects of ADL, especially step detection.
Strengths and Limitations
The number of participants, although in line with previous research in this area, was relatively small.
It is possible that this might limit the applicability of the outcomes to the wider population of adults and children, especially to clinical and/or obese populations. However, these results provide a substantial improvement on current evidence. The inclusion of young people in comparison to adults highlights important differences in monitor performance. Aspects of young people's movements which provide disagreement between video observation and monitor outcomes (e.g. seat perching) are highlighted. It is possible that an extended sample may reveal more specific activities where disagreement occurs. However, the high levels of agreement (with narrow confidence intervals) for standardised activities provide confidence that the results would be representative of the wider population. Within the ADL tasks self-selected postures and movements were allowed. Also periods of acceleration and deceleration were included in the analysis. Therefore, the analysis goes some way towards providing an assessment of monitor performance under free-living conditions.
However, the layout of the laboratory and the distances walked (3-6m) during ADL activities cannot represent all environments, potentially limiting generalizability of the results.
Sedentary/upright classification
The activPAL3 demonstrated excellent agreement ( [11] reported 100% correct detection of sitting and standing using a highly prescribed protocol. Ryde et al [13] report lower levels of agreement (0.49mins under detection of sitting in 4.52mins). However, their protocol used multiple short sitting events.
In the current study, for ADL, incorrect separation of standing and sitting time for young people was associated with perching on the edge of chairs by smaller children (previously reported for activPAL in children with cerebral palsy [21] and pre-school children [6] ) and adoption of crouching or kneeling postures during some activities (supplementary figure S3 ). As the activPAL3 is thigh-mounted the thigh angle is critical in determining posture. The angulation occurring was sufficient, in some cases, to cause misclassification of sitting with standing. It is not possible to say how perching, kneeling and crouching might impact upon free-living data interpretation as the extent to which these postures are adopted has not been documented.
Standing/stepping classification
Overall, for standardised activities, step detection by the activPAL3 was similar to video interpretation. However, only when jogging activities were removed were limits of agreement within ±5%. A slight stepping undercount remained, which could be explained by the inclusion of the acceleration and deceleration phases of stepping activities within this protocol. Also, as the software reports strides (steps=2xstrides), initiating and terminating steps may not have been detected leading to undercounting. For jogging, as cadence of stepping increased, the proportion of steps detected reduced suggesting that the monitor undercounts faster jogging steps (>150steps/min) ( Figure 1 ). For only non-jogging steps, during standardised activities, step (and associated stepping time) detection was excellent indicating that steps taken when walking at speeds from 0.92-2.24ms -1 were correctly detected.
For ADL activities, steps were under-detected to a large degree. However, this was not consistently associated with a lower stepping time. This indicates that the activPAL3 was classifying stepping time, but not detecting steps, leading to the classification of artificially long, low cadence steps. The results of the current study, i.e. poor slow stepping detection (<0.5ms -1 ), but good self-selected speed step detection (>0.9ms -1 ), are in agreement with previous reports [12] . This suggests that steps not detected were those less 'purposeful' taken during the ADLs. To investigate the significance of step 'size' further categorisation of steps into 'purposeful' (involving progression), medium (some progression, small steps) and small (limited progression, small steps) was made subjectively for several of the ADL activities. Graphical examination of agreement of activPAL3 detected steps and video derived steps (supplementary figure S4,5) confirmed that steps detected by the activPAL3 were in general 'purposeful'. Difficulties with creating a clear, unambiguous definition of stepping type made further investigation of the exact nature of detected steps difficult.
Inter-device reliability
It was not possible to place 4 monitors used to examine inter-device reliability in exactly the same location. This difference in positioning meant that the monitors were using slightly different accelerometer signals to derive classifications of posture and stepping. Critically, it appears that monitors attached lower down the thigh were detecting different postures depending on the shape/curvature of the thigh. As the intention was to assess inter-device reliability rather than the effect of positional changes the data sets were reduced to remove those cases where the lower monitors gave different outcomes. With these cases removed all outcomes demonstrated either good or excellent reliability. For the key outcomes of sedentary time, upright time and step count ICC(1,1) values of 0.94 and above were recorded for standardised activities (Table 4 ). Differences for the ADL activities arose for the detection of stepping (ICC(1,1) adults 95%CI 0.63-0.90, young people 0.73-0.97), indicating that different monitors were detecting different numbers of steps, but still with good levels of reliability. These differences may have been due to the slight differences in monitor placement on the thigh, or to device hardware differences (e.g. accelerometer alignment).
Summary
The activPAL3 determined sitting/lying and upright postures excellently for standardised activities.
However, for ADL activities some misclassification occurred due to seat-perching, kneeling and crouching.
Step detection for standardised activities was good, but for jogging, as cadence increased, the proportion of steps detected decreased. Also for ADL activities the activPAL3 appeared to only capture 'purposeful' steps. Inter-device reliability was generally excellent for standardised activities, but slightly lower for ADL activities indicating that differences in device placement/hardware configuration may affect outcomes. In this sample the detection of posture and purposeful stepping with the activPAL3 was excellent indicating that it is a suitable monitor for characterising these aspects of free-living activity in healthy adults and children. Step Count All activities Table 4 : Intraclass Correlation Coefficient (ICC(1,1) ) for standardised activities and ADL for adults and young people. ICC(1,1) List of supplementary figures Figure S1 : Location of the activPAL3 monitors on the right and left thighs. Note that on the right leg the lower two monitors were stacked. Figure S1: Location of the activPAL3 monitors on the right and left thighs. Note that on the right leg the lower two monitors were stacked. 
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